Ultrasound biomicroscopy (UBM) is a valuable diagnostic modality for imaging anterior ocular structures. Its utility has been well studied in anterior segment, lenticular, and pars plicata pathologies. However, imaging of the pars plana has been seldom described. We present the case of a 66-year-old woman referred for vitreous hemorrhage after expulsive cannula dislodgement into the posterior segment during wound hydration at the end of cataract surgery. B-scan ultrasonography initially detected a very anterior abnormality, but the resolution was insufficient for accurate diagnosis. Subsequent UBM clearly showed rupture of the pars plana and a mild cyclodialysis cleft. To our knowledge, this is the first report of a pars plana rupture detected by ultrasound, which expands the diagnostic capacities and indications for UBM.
Introduction
Ultrasound biomicroscopy (UBM) is an imaging modality that allows high-resolution imaging of anterior ocular structures using very high-frequency ultrasound. Its utility in the anterior segment is well established, but the literature on posterior segment applications beyond the pars plicata is limited. This report demonstrates the utility of high-resolution imaging of the pars plana in a patient referred for a cataract surgery complication that resulted in a focal rupture of the pars plana.
Case Report
A 66-year-old woman was undergoing routine phacoemulsification cataract surgery in the left eye. At the end of the procedure, during wound hydration of a temporal clear corneal incision, the cannula dislodged forcefully into the posterior segment. The cannula spontaneously retracted back out of the corneal incision. Vitreous hemorrhage was noted, and the patient was referred to Associated Retinal Consultants, Royal Oak, Michigan, for evaluation.
On examination at our clinic, visual acuity was 20/40 in the right eye and hand motions in the left eye. Intraocular pressure (IOP) in the right eye was 10 mm Hg; in the left eye, 7 mm Hg. Slit-lamp examination revealed diffuse conjunctival injection, corneal stromal edema, Descemet's folds, and 4+ red blood cells in the anterior chamber. A one-piece intraocular lens (IOL) was well centered in the capsule, but there was a subtle defect in the peripheral capsule in the inferonasal quadrant. There was no view to the posterior segment due to dense vitreous hemorrhage.
( Figure 1A ). UBM of the same area revealed a fullthickness rupture of the pars plana with intact sclera ( Figure 1B ). There was fluid tracking anteriorly under the pars plana to form a cyclodialysis cleft to the iris insertion ( Figure 1C ). No iridodialysis was identified, however. The IOL remained well positioned ( Figure  1D ). The patient was started on topical steroids and cycloplegia. On repeat UBM 1 week later, the pars plana rupture and cyclodialysis cleft appeared stable. The vitreous hemorrhage, presumably from the pars plana impact site, gradually cleared, and visual acuity improved to 20/25, 7 weeks postoperatively. The IOP also increased to 10 mm Hg.
Discussion
Ultrasonography uses high-frequency acoustic waves that propagate within a fluid medium. 1 Acoustic pulse reflections occur at tissue boundaries and are returned to the transducer and converted into images. UBM was introduced in the early 1990s. 2 It utilizes frequencies of 35-100 MHz to allow higher-resolution imaging of anterior structures compared to conventional B-scans. As with any ultrasound technology, UBM allows imaging of occult structures visually hindered by normal anatomy (such as the iris) or pathologic states (such as corneal opacities).
Applications of UBM have been well studied in the anterior segment, particularly by glaucoma specialists. It is particularly useful in the imaging of plateau iris, 3 iris and ciliary body cysts 4 and tumors, 5 cyclodialysis clefts, 6 IOL positioning, 7 and capsular anatomy. 8 However, UBM in the vitreoretinal literature has been limited, in part because the high frequency of the UBM acoustic waves provides superior resolution of anterior structures, but the wavelengths become quickly attenuated and lose resolution beyond the pars plana. Early studies showed feasibility in imaging retinoschisis and choroidal thickening in inflammatory and effusive processes. 9 In Japan, where retinal detachment related to atopic dermatitis is well described, UBM has been used to image detachment of the nonpigmented ciliary epithelium (which is contiguous with the neurosensory retina) in such patients. 10, 11 UBM is also useful in detecting occult intraocular foreign bodies, 12 especially if suspected to be hidden behind the iris or within the zonules. To our knowledge, traumatic tangential rupture of the pars plana, with or without UBM confirmation, has not been previously described.
Isolated trauma of the pars plana without an associated contiguous external penetrating wound is rare and likely underdiagnosed. The pars plana is difficult to examine and detection of pathology requires a high index of suspicion to employ scleral indentation. Even with scleral depression, ophthalmoscopic examination is limited if there is associated vitreous hemorrhage, as in the present case. The diagnosis would have been difficult to make without the UBM. The B-scan was able to detect an abnormality in the area, but the resolution was insufficient to differentiate the lesion from a retinal break or lamellar pars plicata detachment. The accurate diagnosis allowed us to initiate appropriate conservative treatment.
In the present case, the pars plana rupture was caused by iatrogenic cannula dislodgement during cataract surgery, which resulted in the cannula piercing the capsule adjacent to the IOL, striking the pars plana, and causing vitreous hemorrhage. Cannula detachment is a not an uncommon phenomenon, most commonly occurring during wound hydration. 13 Potential complications include retinal damage and vitreous loss. 13, 14 The cannula should be tightened by the surgeon after being handed by the assistant, and patency of the cannula should be confirmed prior to use to prevent such adverse events. Luer locking cannulas are appropriate in this context.
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